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Specialty Equipment Schedule

Description Weight (lbs) BTU

XELERIS WORKSTATION 55 255
TABLE 0 0
COLOR PRINTER 0 1054
EXAM ROOM
UPS SYSTEM| 33 4436
VENTRI GANTRY 1432 2904
COLLIMATOR CABINET 88 0
MAIN DISCONNECT, REFERENCE
JUNCTION|POINT 'A' ON SHEET E1 FOR
DETAILED|DESCRIPTION.
MAIN DISCONNECT, REFERENCE
JUNCTION|POINT 'A' ON SHEET E1 FOR
DETAILED|DESCRIPTION.
MAIN DISCONNECT, REFERENCE
JUNCTION|POINT 'A' ON SHEET E1 FOR
DETAILED|DESCRIPTION.
MAIN DISCONNECT, REFERENCE
JUNCTION|POINT 'A' ON SHEET E1 FOR
DETAILED|DESCRIPTION.
MAIN DISSCONNECT, REFERENCE

0 0

VENTRI TABLE (ADVANCED TABLE) 705 2047
INTEGRATED POWER SUPPLY 171 341
OPERAORS CONSOLE
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