Any deviation from these drawings must be communicated in writing to and reviewed by your local GE Healthcare Installation Project Manager prior to making changes.

Make arrangements for any rigging, special handling, or facility modifications that must be made to deliver the equipment to the installation site. If desired, your local GE Healthcare Installation Project Manager can supply a reference list of rigging contractors.

New construction requires the following:
1. Secure area for equipment
2. Power for drills and other test equipment
3. Capability for image analysis
4. Restrooms.

Provide for refuse removal and disposal (e.g. crates, cartons, packing)

Contact a radiation physicist or consultant to specify radiation containment requirements.
GEORGE PROVIDES:
- 3 SCREWS, 3/8" DIA. 3 5/32" LONG (10 x 80mm)
- MAXIMUM PULL STRENGTH ON EACH BOLT 1102 LBS. (500 DNM)
- INSERTS FOR THESE SCREWS ARE TO BE CUSTOMER SUPPLIED.

DETAIL NOT TO SCALE