MRi Site Planning

Any deviation from these drawings must be communicated in writing to and reviewed by your local GE Healthcare Installation Project Manager prior to making changes.

New construction requires the following:
1. Secure area for equipment
2. Power for drills and other test equipment
3. Capability for image analysis
4. Restrooms

Provide for refuse removal and disposal (e.g. crates, cartons, packing)

GE Equipment Delivery Requirements

The items on the GE Healthcare Site Readiness Checklist are REQUIRED to facilitate equipment delivery to the IS site. Equipment will not be delivered if these requirements are not satisfied.

* REQUIRED REFERENCE *

Discovery MR750 Pre Installation Manual 5500101

A mandatory component of this drawing set is the GE Healthcare Pre Installation manual. Failure to reference the Pre Installation manual will result in incomplete documentation required for site design and preparation.

Pre Installation documents for GE Healthcare products can be accessed on the web at:
www.gehealthcare.com/siteplanning